Abstract Objective: Patient-ventilator synchrony during non-invasive pressure support ventilation with the helmet device is often compromised when conventional pneumatic triggering and cycling-off were used. A possible solution to this shortcoming is to replace the pneumatic triggering with neural triggering and cyclingoff-using the diaphragm electrical activity (EA di ). This signal is insensitive to leaks and to the compliance of the ventilator circuit. Design: Randomized, single-blinded, experimental study. Setting: University Hospital. Participants and subjects: Seven healthy human volunteers. Interventions: Pneumatic triggering and cycling-off were compared to neural triggering and cycling-off during NIV delivered with the helmet.
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Measurements and results:
Triggering and cycling-off delays, wasted efforts, and breathing comfort were determined during restricted breathing efforts (\20% of voluntary maximum EA di ) with various combinations of pressure support (PSV) (5, 10, 20 cm H 2 O) and respiratory rates (10, 20, 30 breath/min). During pneumatic triggering and cycling-off, the subject-ventilator synchrony was progressively more impaired with increasing respiratory rate and levels of PSV (p \ 0.001). During neural triggering and cycling-off, effect of increasing respiratory rate and levels of PSV on subject-ventilator synchrony was minimal. Breathing comfort was higher during neural triggering than during pneumatic triggering (p \ 0.001). Conclusions: The present study demonstrates in healthy subjects that subject-ventilator synchrony, trigger effort, and breathing comfort with a helmet interface are considerably less impaired during increasing levels of PSV and respiratory rates with neural triggering and cycling-off, compared to conventional pneumatic triggering and cycling-off.
Introduction
Non-invasive ventilation (NIV) is an important complement to invasive mechanical ventilation [1] [2] [3] [4] in patients with acute exacerbations of chronic obstructive pulmonary disease (COPD) [5] , and with severe cardiogenic pulmonary edema [6] .
Problems with the commonly used interfaces for NIV application include air leakage [7, 8] , patient discomfort [9] and pressure-related ulcerations of the nose [10] , which can limit the duration of use and account for a large proportion of NIV failures [11] . Navalesi and co-workers [8] demonstrated that the type of interface used for NIV is important with respect to patient tolerance and the time of NIV application. A new NIV interface, the helmet, has been introduced recently and was tested in different clinical situations [12] [13] [14] [15] . The results are promising in terms of user acceptance [13] . However, due to the large collapsible and compliant chamber encompassing the patient's head it significantly impairs patient-ventilator synchrony with conventional pneumatic systems [16, 17] and is less effective in reducing the work of breathing than the face mask [16, 18] .
New methods for neural triggering and cycling-off, using the diaphragm electrical activity (EA di ), can be used to initiate and terminate ventilatory assist in synchrony with inspiratory efforts and, hence, may overcome some of the shortcomings of conventional pneumatic triggering and cycling-off with the helmet [19] . The aim of this study was to compare synchrony between inspiratory effort and ventilator assist, as well as breathing comfort during neurally or pneumatically triggered and cycled-off non-invasive pressure support ventilation delivered with the helmet interface in healthy volunteers.
Some of the data have been presented at the Congress of the European Society of Intensive Care Medicine in 2006 [20] .
Materials and methods

Subjects
Seven healthy subjects (four female) were studied. Their mean (±SD) age, height and weight were 37 ± 5 years, 173 ± 10 cm and 67 ± 14 kg, respectively. Six subjects had prior knowledge about mechanical ventilation. The study was approved by the Research Ethics Committee of St. Michael's Hospital in Toronto. Subjects gave their informed consent in writing.
Instrumentation
An 8-Fr catheter equipped with sensors for measurement of EA di [21] , and balloons for measurement of esophageal (P es ) and gastric (P ga ) pressure [22] were inserted transnasally into the stomach [21, 23] . EA di sensors were positioned at the level of the diaphragm by online supervision of recorded electrical and pressure signals [23] . Airway pressure was measured inside the helmet close to the subject's mouth. All signals were digitized at 2 kHz and stored on a personal computer for off-line evaluation. Expiratory muscle activity was monitored by the differential EMG signal from two surface electrodes placed 30-cm apart on either side of the mid-line of the upper abdominal wall.
All subjects received NIV with the helmet (Starmed Castar ''R'', Mirandola, Italy) via a modified conventional ICU ventilator (Servo 300, Maquet Critical Care, Solna, Sweden).
NIV was delivered either with pneumatic trigger (P tr ) and cycling-off (P off ) or with neural trigger (N tr ) and cycling-off (N off ). P tr and N tr were adjusted to avoid autocycling, verified by performing a 10-s period of apnea (group mean value for P tr was -1.3 ±SD 0.6 cm H 2 O). Conventional flow cycling-off (P off ) was 5% of peak inspiratory flow (default on Servo300). N tr was set to trigger when the EA di exceeded the random noise-variability. N off occurred when EA di fell to 60% of peak EA di . During all runs, a PEEP of 5 cm H 2 O was applied.
Protocol
All subjects were studied while seated. The maximum EA di (EA di max Þ was obtained by a maximal inspiratory maneuver [23] . Subsequently, during a practice period, subjects were instructed to follow a specific respiratory rate with a predetermined rate displayed as a time-line on a computer screen until they were able to maintain the predetermined respiratory rate (RR). Afterward the subjects repeated periods of breathing on the ventilator with RR of 10, 20, or 30 breaths per min (bpm), at pressure support (PSV) levels of 5, 10, or 20 cm H 2 O above PEEP (5 cm H 2 O). NIV was either neurally (N tr and N off ) or pneumatically (P tr and P off ) triggered and cycled-off. A total of 18 combinations of 2-min duration, were randomly performed using ballots. Before the 2-min period of data recording, each subject breathed until the new target respiratory rate and assist level was reached. Each measurement period was followed by 2 min of rest with CPAP of 5 cm H 2 O. Subjects were not informed about the applied PSV level, or the trigger type.
To limit the subjects' breathing efforts, the inspiratory effort was monitored by the investigators throughout the protocol period, and subjects were instructed to lower their inspiratory effort if EA di exceeded 20% of the voluntary maximum EA di . Subjects were also instructed to not use expiratory muscles (supervised by monitoring the abdominal EMG).
Subjects comfort of breathing was assessed by a visual analogue scale (VAS) (0 mm = maximal comfort to 100 mm = unbearable) and marked by the subjects themselves at the end of each study period.
Off-line data analysis N tr and P tr delays were determined by measuring the time between the onset of EA di and the onset of ventilatory assist using the internal signal of the ventilator. Trigger delays during N tr NIPSV could vary (see ESM for details). N off and P off were determined by measuring the time between the point where EA di was reduced to 60% of its peak value and the onset of expiratory flow. Mean EA di , EA di min ; EA di max and the corresponding pressure time products were calculated for the unassisted period of inspiration (EA di TR ; PTPEA DI TR Þ and for the entire neural inspiration (EA di insp ; PTPEA di Insp Þ: The peak EA di was calculated for each breath and was expressed as percentage of the maximum EA di obtained during the maximum inspiratory maneuvers. Mean tidal excursion of P es (DP es ) and the pressure time product for the P es (PTP es ) were calculated for the unassisted pre-trigger inspiratory phase ðP es tr and PTP es tr Þ and for the entire neural inspiratory period ðP es tot and PTP es tot Þ:
The number of wasted inspiratory efforts, i.e., failure to initiate PSV in the presence of a neural inspiratory effort is expressed as percentage of all neural efforts within the same time period.
For successfully triggered breaths, asynchrony was calculated over the whole breathing cycle on a breath by breath basis [24, 25] and was presented as a percentage of the duration of the neural breath (neural T tot ). Wasted efforts were counted as 100% asynchrony.
Statistical analysis
Data are presented as median and 25th and 75th percentiles if not stated otherwise. Analysis was performed using non-parametric repeated measures analysis [26] , corrected for multiple testing by Bonferroni correction and pairwise comparisons (Wilcoxon test). A p value \0.05 was considered to be significant. Correlation between comfort of breathing and the percentage of asynchrony was calculated using the Spearman's R statistic (see ESM for details).
Results
All subjects successfully followed the breathing instructions and reached the targeted breathing frequency, i.e., there was neither significant difference between the neural breathing frequency during P tr and N tr at the same PSV level nor was there a difference in the neural inspiratory times (Table 1 Subject-ventilator asynchrony Figure 1 depicts tracings of EA di and ventilator assist during neural and pneumatic triggering and cycling-off of NIV with the helmet in one healthy subject. Figure 2 shows differences between the delays during pneumatic and neural triggering. P tr was delayed relative to N tr (p \ 0.001, Table 1 ), and the difference between the neural and pneumatic trigger delays increased (p \ 0.001) as the level of PSV and RR increased (Fig. 2) . During pneumatic triggering, the number of wasted inspiratory efforts increased at higher respiratory rates and with higher pressure support levels (Table 1) . At a respiratory rate of 10 bpm, no wasted inspiratory efforts occurred regardless of the level of PSV, whereas at a PSV of 20 cm H 2 O, at a respiratory rate of 30 bpm, there was a significant increase of wasted efforts to 52.0% (29.3-58.6; p = 0.001) of all neural inspiratory efforts. No wasted inspiratory efforts occurred during neural control of NIV.
The expiratory delay for all combinations of PSV levels and RR during P off was longer than during N off (p \ 0.001) ( Table 1) , and the expiratory delays during P off became longer with increasing PSV levels and target RR compared to N off (p \ 0.001) as depicted in Fig. 3 .
Overall, the subject-ventilator synchrony was progressively impaired with increasing respiratory rate and levels of PSV during pneumatic triggering and cycling-off as depicted in Fig. 4 , (p \ 0.001). In contrast, increasing respiratory rate and levels of assists only had negligible influence on the asynchrony during neural triggering and cycling-off (Fig. 4) .
Unassisted ''pre-trigger'' inspiratory effort during PSV Depending on the combination between PSV and target RR, the efforts to trigger the ventilator were 5-60 times higher during P tr than during N tr . Median PTPEA di Tr during N tr was 3.4 (2.7-4.2) compared to 16.9 (10.2-26.6) during P tr (p \ 0.001). For all combinations, the PTP es tr during P tr was -264 (-470 to -130) cm H 2 0 ms per breath compared to -11.7 (-30.6 to -6.2; p \ 0.001) during N tr ( Table 1 ). The median PTP es tr expressed as percent of PTP es tot was 21.5% (11.1-23.5) during P tr and significantly lower during N tr , 1.4% (0.9-1.6) (p \ 0.001).
Comfort of breathing
Breathing comfort was lower during P tr than during N tr in 84.4% of all runs (p \ 0.001) (Fig. 5) . Overall, comfort of breathing was more than two times worse during pneumatic triggering compared to neural triggering [P tr median 43.0 mm (20.2-75.6) vs. N tr 19.2 mm (10.1-28.5)]. Increasing the respiratory rate resulted in minor changes of breathing comfort during neural triggering (p = 0.003), while there was a reduction in breathing comfort during pneumatic triggering (p = 0.953). Increasing PSV at a given respiratory rate tended to decrease breathing comfort during both neural triggering and pneumatic triggering, although the reduction in comfort tended to be larger with pneumatic triggering (Fig. 5) . During pneumatic triggering, comfort of breathing was significantly correlated with the amount of asynchrony (r = 0.59, p \ 0.001), whereas no such correlation was observed during neural triggering (r = -0.146, p = 0.253).
Discussion
The present study demonstrates that the airway pressure generated by healthy subjects using *10% of their maximal EA di was less efficient to pneumatically control PSV with the helmet interface at increasing breathing frequencies and pressure support levels compared to a neural trigger and cycling-off algorithm using EA di . Due to the trigger asynchrony during P tr , also the neural and mechanical efforts during P tr became several times higher than during N tr . This suggests that during NIV with pneumatic triggering, it is necessary to force the ventilator into synchrony by increasing inspiratory effort, which would defeat the purpose of providing ventilatory assist.
Previous studies comparing the helmet to the face mask interface during pneumatically triggered and cycled-off PSV show that the helmet is less effective in unloading the respiratory muscles, which was partially explained by inspiratory trigger delays and the impaired pressurization rate [16] [17] [18] . Table 1 Pneumatic-triggered versus neural-triggered NIV at different levels of PSV and respiratory rates There was no difference between mean measured respiratory rate (RR), neural inspiratory time, total inspiratory diaphragmatic activity (EA diinsp Þ; EA dimin and EA dimax : Inspiratory delay time (delay-on) (p \ 0.001), expiratory cycling-off (delay-off) (p \ 0.001) PTPEA diTr (p \ 0.001), PTPEA diinsp (p = 0.045) and the unassisted inspiratory effort (PTP esTr Þ (p \ 0.001) differed significantly. Wasted inspiratory efforts (WE) (expressed in percent of neural efforts) occurred at higher respiratory rates and levels of pressure support during P tr while there were none during N tr . Data are presented as median values (25th and 75th percentiles) NIV non-invasive ventilation, PSV pressure support ventilation, RR respiratory rate, bpm breaths per minute, T i neural inspiratory time, Tot total neural inspiratory and expiratory time, EA di electrical diaphragmatic activity, EA dimin and EA dimax minimal and maximal EA di during inspiration, EA diinsp mean EA di during inspiration, EA diTr mean EA di during unassisted phase of inspiration, PTPEA diTr and PTPEA diinsp pressure time product of unassisted inspiratory phase and inspiration, delay-on time between onset of EA di and the onset of ventilatory assist, delay-off time between end of neural T i defined as reduction to 60% of peak activity and end of ventilator assist, PTP esTr pressure time product of esophageal pressure during unassisted phase of inspiration, WE wasted inspiratory efforts
The difference in trigger delays between N tr and P tr could not be due to mechanical response of the ventilator since NIV was delivered with the same ventilator throughout the study. Hence, apart from changes in trigger delays, no changes in raised time or pressure delivery could occur.
A critique on the present study was that a pressure trigger of -1.3 ± 0.6 cm H 2 O was required to avoid auto-triggering. This likely increased trigger delays and the fraction of the pressure time product necessary to pneumatically trigger the ventilator [27] . In the absence of leaks, studies suggest that flow triggering is more efficient than pressure triggering [28, 29] . However, there are also results in favor of pressure triggering [30] . The reported improvements of delays between flow and pressure triggering (40-43) are not of a magnitude that can match the improvement of implementing neural trigger relative to pressure trigger using a helmet interface in the present study. In fact, the trigger delays during P tr were similar to those observed with helmet interface in previous studies, whereas the trigger delays during N tr in the present study During all combinations of respiratory rates and pressure support levels, there was a significant difference in inspiratory delays being highly increased during pneumatically triggered NIV. Symbols represent group median values and the bars indicate 25th and 75th percentiles. Delay-on inspiratory delay between the onset of the volunteers' inspiratory effort and the start of the ventilatory support, P tr pneumatic trigger, N tr neural trigger, NIV non-invasive ventilation Fig. 3 Differences in expiratory delays (delay time P off -delay time N off ) during NIV with PSV of 5, 10 and 20 cm H 2 O and respiratory rates of 10, 20 and 30 bpm were shown. During all combinations of respiratory rates and pressure support levels, there was a significant difference in expiratory delays that were highly increased during pneumatically triggered NIV. Symbols represent group median values and the bars indicate 25th and 75th percentiles. Delay-off delay between the onset neural end of inspiration and the end of the ventilatory support, P off pneumatic cycling-off, N off neural cycling-off, NIV non-invasive ventilation are within the range of those reported with face mask in previous studies [16] [17] [18] . Since the helmet interface is presumed to be frequently associated with leaks, which makes triggering and cycling very complex [31] , it is questionable whether flow triggering is recommendable. It should be noted that in the present study, increasing breathing frequency and assist levels only increased trigger delays and PTP es tr during P tr and not during N tr .
With regard to wasted inspiratory efforts, which are the worst type of trigger asynchrony, a previous study did not report wasted efforts during NIV (5 cm H 2 O) with helmet and face mask in a study with healthy volunteers who kept their breathing frequency around 15 bpm [12] . In a lung model study using the helmet interface, wasted inspiratory efforts occurred at a respiratory rate above 20 bpm (PSV level of 18 cm H 2 O) and were negatively influenced by increasing PEEP and PSV levels [17] . In the present study, where both inspiratory and expiratory efforts were monitored and restricted, wasted inspiratory efforts prevailed at highest PSV (20 cm H 2 O) or RR (30 bpm) levels.
Looking at the baseline characteristics of patients requiring non-invasive ventilatory support due to ARF respiratory rates above 30 would be expected [32] [33] [34] . Thus, compared to our results where RR did not exceed 30 bpm, the amount of wasted efforts might be even higher. With regard to N tr , increasing frequencies above 30 bpm should not increase the risk of wasted inspiratory efforts.
In terms of cycling-off the PSV, the ventilator used in the present study included a fixed cycling-off algorithm that terminates assist when flow has dropped to 5% of peak inspiratory flow. Given that the addition of the compliant helmet into the respiratory circuit increases the time constant of the total respiratory system (helmet, respiratory circuit and respiratory system) the late pneumatic cycling-off at 5% of peak inspiratory flow is likely not ideal. To match flow cycling-off with neural inspiratory termination, Du et al. [35] demonstrated that prolonging the time constant of the total respiratory system requires that flow cycles-off at a higher percentage of peak inspiratory flow. The need for varying flow cyclingoff criteria suggested to match neural breath termination has been demonstrated in obstructive patients where the flow cycling-off had to take place at about 50% of peak inspiratory flow [36] , whereas 5% appears sufficient in patients with restrictive lung disease [37] . However, since the time constant of the respiratory system (and the helmet) changes as the pressure assist level and/or breathing frequency change-and that there is currently no standard to what percentages of peak flow should be used to cycleoff at various levels of assist-the authors chose to let the cycling-off criteria be dictated by the ventilator used.
Since the present study compared different levels of PSV and breathing frequency and that the results are presented as the difference in cycling-off delays between pneumatic and neural cycling-off at the same level of PSV and RR, our findings should be adequate in terms of comparing changes in time delays for cycling-off during P off compared to N off with increasing respiratory rates and PSV levels. It should be noted that the findings of increasing cycling-off delays during increasing levels of pneumatically controlled PSV observed in the present study agree with previous studies on PSV in intubated patients [27, 38] . The findings of the present study substantiate that neural Fig. 4 Percentage of asynchrony over the whole breath duration as calculated during N tr and P tr NIV: (delay-on + delay-off/neural T tot 9 100). Wasted inspiratory efforts were counted as 100% asynchrony. Percentage of asynchrony during P tr was markedly higher compared to N tr . Symbols represent group median values and the bars indicate 25th and 75th percentiles. N tr neurally triggered, P tr pneumatically triggered, NIV non-invasive ventilation, PSV pressure support ventilation Fig. 5 Breathing comfort in mm as assessed by a visual analogue scale during neurally and pneumatically triggered and cycled-off NIV at different levels of assist and respiratory rates (0 very comfortable, 100 unbearable). During all combinations of respiratory rates and PSV levels, comfort of breathing was better during neurally triggered and cycled-off NIV. Symbols represent group median values and the bars indicate 25th and 75th percentiles. NIV non-invasive ventilation, PSV pressure support ventilation, VAS visual analogue scale off-cycling with EA di can reduce the problem of excessive prolongation of assist into neural exhalation and its associated influence on breathing pattern [24, 38] .
As indicated by the asynchrony percentage as high as 30% during pneumatically triggered and cycled NIV, which was reduced to 5% during neurally triggered and cycled-off NIV, the advantage of the latter appears undisputable with regard to helmet ventilation. Our data confirm those of Racca et al. [39] that wasted efforts and impaired trigger synchrony are likely due to the properties of the helmet itself, being a collapsible device that will dampen the transmission of pressures delivered to the patient as well as reduce the ability to sense the pressure generated by the patient. Thus, the present study suggests that neural triggering can achieve an important reduction in the trigger effort with a helmet device.
In the present study, breathing comfort was rated closer to maximal comfort when PSV and RR were low, which was in contrast to observations in patients with ARF. Vitacca et al. [40] reported that the highest level of comfort in patients on NIV with acute exacerbation of COPD occurred at a PSV level of 17 + 6 cm H 2 O and a breathing frequency of 18 + 6 bpm.
During neurally triggered and cycled-off PSV, our findings showed that comfort decreased with increasing PSV levels at similar breathing frequency despite no changes in subject-ventilator asynchrony was observed. Thus, it is reasonable to assume that in healthy subjects ''no assist'' equals maximal comfort and increased PSV is associated with a decrease in comfort. Hence, one should be careful in interpreting the findings of the present study in relation to a patient population with respiratory failure.
However, as evidenced by the strong correlations found between asynchrony and comfort during pneumatically triggered and cycled-off NIV, which was abolished during neurally controlled NIV, subject-ventilator asynchrony plays an important role in the perception of breathing comfort. It should be noted that adding a nasogastric tube is uncomfortable. However, given the complications of endotracheal intubation, it appears reasonable to examine the possible advantage of trading tracheal for esophageal invasiveness, using non-invasive interfaces.
Conclusion
The present study demonstrates in healthy subjects that subject-ventilator synchrony, trigger effort, and breathing comfort with a helmet interface is considerably less impaired during increasing levels of PSV and respiratory rates with neural triggering and cycling-off, compared to conventional pneumatic triggering and cycling-off.
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